
o Vermont Department of Health Laboratory  
Toxicology Program 

195 Colchester Avenue, P.O. Box 1125, Burlington VT 05402-1125 
(ph) 802-863-7336; (fax) 802-863-7632 

Certificate of Analysis of 
DataMaster External Standard Solution 

On 7/1/2009, an ethanol solution was prepared by Amanda Bolduc for use as a 
DataMaster External Standard solution. The solution was prepared per standard 
laboratory practice and assigned the lot number 10-01-100 and an expiration date of 

On 7/10/2009 and 7/16/2009, the solution was analyzed by Darcy Richardson and 
Amanda Bolduc. Analysis of the solution was performed using headspace gas 
chromatography. The instrument was cahbrated on the day analyses were begun. It was 
found to have met required quality assurance performance specifications and was operating 
properly. Quality checks throughout the analytical process demonstrated that the instrument 
continued to operate properly. 

This solution is certified as presenting 0.098 g/210L simulated breath ethanol 
concentration and approved for use as a DataMaster External Standard solution. 

7/1/2010. 

Dated at Burlington, Vermont on Monday, July 20,2009. 

Ale 902 rev 0 (03/08) 



L o t # 10-01-100 

Prepared by ALB 
Prepared on 7/1/2009 
Expires on 7/1/2010 

Analyzed on 7/10/09, 7/16/09 
analyzed by DMR and ALB 

0.0984 
0.0986 
0.0975 
0.0984 
0.0981 
0.0979 
0.0997 
0.0996 
0.1002 
0.0994 
0.1001 
0.0993 
0.1007 

0.0991 
0.0009886 

0.0985 
0.0978 
0.0976 
0.0989 
0.0952 
0.1000 
0.0973 
0.0969 
0.0974 
0.0983 
0.0983 
0.0983 
0.0969 
0.0969 
0.0977 mean 

0.001139 std dev 

T a r g e t 

Std Dev 

0 . 0 9 8 
0.001064 



Chrom Perfect Calibration File 

File Name 
Version: 

C:\Methods\BloodAlcohol4.cal 

28 

Creator: 
Description: 
Reason for change: 

Internal standard calibration 
No injection volume correction 
No sample weight correction 
Area reject threshold: 
Reference peak area reject threshold: 
Amount units: 
No default component 

Method of calculating data point averages: Equal weight for all updates 
No calibration update report 

All levels are normal data points. 

5000 
0 

Ethanol 

CO 

CC 
CD 
CD 

~i 1 r 
0.00 0.10 0.20 0.30 

Amount Ratio 

0.40 

Expected retention time: 
Search window: 
Internal standard component: 
No retention time reference component 
Group number: 

High alarm limit: 
Low alarm limit: 
Component constant: 

Single peak quantification by area 

2.707 minutes 
0.1 minutes 
7 (n-Propanol) 

0 

0 
0 
0 

Y = 2.595215 X + 0 

Linear fit with equal weighting, forced to origin 
Coefficient of determination: 0.9999964 
Average error: 0.329% 
Average CF: 2.084289 
RSD: 55.906% 

Level 
1 
2 
3 
4 
5 

Amount 
0 

0.039 
0.096 
0.163 
0.417' 

Response 
(0) 

214370.2 
517321.4 
886464.6 
2261146 

Cal Factor 

5496672 
5388765 
5438433 
5422413 

Error, % 
0.000 
1.378 
0.062 
0.164 

-0.040 

Amount Ratio Response Ratio Source 
0 0 Manual 

0 039 0.1026085 C:\AlcoholData\Alc070709\Alc070709.0003.BND 
0 096 0.2492951 C:\AlcoholData\Alc070709\Alc070709.0004.BND 
0 163 0.4237137 C:\AlcoholData\Alc070709\Alc070709.0005.BND 
0 417 1.081767 C:\AlcoholDala\Alc070709\Alc070709.0006.BND 

Date and time 
4/11/2005 10:03:40 A M 
7/7/2009 12:19:01 PM 
7/7/2009 12:31:53 PM 
7/7/2009 12:44:28 PM 
7/7/2009 12:56:13 PM 

Printed on 7/7/2009 12:57:29 PM 
Page 1 of 1 



Chrom Perfect Chromatogram Report 
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1.0 1.5 2.0 

Format File Name = Alcohol4-JFH.met.FMT 

Today's Date = 7/10/2009 
Bound File Name = Sim071009.0001.RAW 
Sample Name = CCS 
Date Taken = 7/10/2009 11:03:34 AM 
Method file = BloodAlcohoW.met 
Calibration file = BloodAlcohoW.cal 

2.5 3.0 3.5 4.0 4.5 

Peak Ret Time 
Number (min) 

Peak 
Name 

Today's Time = 11:03:46 AM 

VDH Headspace Alcohol 

Calibration Version = 28 

Area 

5.0 

2 
4 
5 

2.74 
3.59 
4.05 

Ethanol 
t-Butanol 
n-Propanol 

460148 
1376962 
1786350 

Amount 
% WTA/OL 

0.0993 
0.9468 
1.0000 

Printed on 7/10/2009 11:03:50 AM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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1.0 1.5 2.0 

Format File Name = Alcohol4-JFH.met.FMT 

Today's Date = 7/10/2009 
Bound File Name = Sim071009.0002.RAW 
Sample Name = CCS 
Date Taken = 7/10/2009 11:17:58 AM 
Method file = BloodAlcohoW.met 
Calibration file = BloodAlcohoW.cal 

2.5 3.0 3.5 4.0 4.5 

Peak Ret Time 
Number (min) 

Peak 
Name 

Today's Time = 11:18:05 AM 

VDH Headspace Alcohol 

Calibration Version = 28 

Area 

5.0 

2 2.71 
3 3.56 
4 4.02 

Ethanol 
t-Butanol 
n-Propanol 

458596 
1370650 
1805379 

Amount 
% WTA/OL 

0.0979 
0.9326 
1.0000 

Printed on 7/10/2009 11:18:06 AM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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Format File Name 

1.5 2.0 

simsoln-JFH.met.FMT 
2.5 3.0 3.5 4.0 4.5 5.0 

Today's Date = 7/10/2009 
Bound File Name = Sim071009.0003.RAW 
Sample Name = 0.10 Sim DMR 
Date Taken = 7/10/2009 11:33:00 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 11:33:03 AM 

VDH Headspace Alcohol 

Calibration Version = 28 

Amount Headspace 
% WTA/OL Conversion 

2 
3 
4 

2.72 
3.57 
4.03 

Ethanol 
t-Butanol 
n-Propanol 

556069 
1398622 
1776544 

0.1206 
0.9671 
1.0000 

0.0984 
0.7893 
0.8162 

Printed on 7/10/2009 11:33:03 AM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 H 
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OH 

3 co 

1.0 

Format File Name • 

1.5 2.0 

simsoln-JFH.met.FMT 
2.5 3.0 3.5 4.0 4.5 5.0 

Today's Date = 7/10/2009 
Bound File Name = Sim071009.0004.RAW 
Sample Name = 0.10 Sim DMR 
Date Taken = 7/10/2009 11:48:01 AM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

2 
3 
4 

2.73 
3.58 
4.04 

Ethanol 
t-Butanol 
n-Propanol 

551396 
1383336 
1758105 

Today's Time = 11:48:06 AM 

VDH Headspace Alcohol 

Calibration Version = 28 

Amount Headspace 
% WTA/OL Conversion 

0.1208 0.0986 
0.9665 0.7889 
1.0000 0.8162 

Printed on 7/10/2009 11:48:07 AM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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Format File Name : 

1.5 2.0 

simsoln-JFH.met.FMT 
2.5 3.0 3.5 4.0 4.5 5.0 

Today's Date = 7/10/2009 
Bound File Name = Sim071009.0005.RAW 
Sample Name = 0.10 Sim DMR 
Date Taken = 7/10/2009 12:03:04 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak 
Number 

2 
3 
4 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 12:03:18 PM 

VDH Headspace Alcohol 

Calibration Version = 28 

Amount Headspace 
% WTA/OL Conversion 

2.74 
3.59 
4.04 

Ethanol 
t-Butanol 
n-Propanol 

557345 
1415178 
1798468 

0.1194 
0.9666 
1.0000 

0.0975 
0.7889 
0.8162 

Printed on 7/10/2009 12:03:20 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 

1000 H 
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1.0 

Format File Name • 

1.5 2.0 

simsoln-JFH.met.FMT 
2.5 

Today's Date = 7/10/2009 
Bound File Name = Sim071009.0006.RAW 
Sample Name = 0.10 Sim DMR 
Date Taken = 7/10/2009 12:18:02 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 12:18:06 PM 

VDH Headspace Alcohol 

Calibration Version = 28 

Amount Headspace 
% WTA/OL Conversion 

2 2.74 Ethanol 552944 
3 3.59 t-Butanol 1384784 
4 4.04 n-Propanol 1767220 

0.1206 
0.9625 
1.0000 

0.0984 
0.7856 
0.8162 

Printed on 7/10/2009 12:18:06 PM Page 1 of 



Chrom Perfect Chromatogram Report 
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1.0 1.S 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 7/10/2009 
Bound File Name = Sim071009.0007.RAW 
Sample Name = 0.10 Sim DMR 
Date Taken = 7/10/2009 12:33:15 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

2.5 3.0 3.5 4.0 4.5 5.0 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 12:33:17 PM 

VDH Headspace Alcohol 

Calibration Version = 28 

Amount Headspace 
% WTA/OL Conversion 

2 2.74 Ethanol 544668 
3 3.59 t-Butanol 1374108 
4 4.04 n-Propanol 1747016 

0.1201 
0.9662 
1.0000 

0.0981 
0.7886 
0.8162 

Printed on 7/10/2009 12:33:17 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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Format File Name 

1.5 2.0 

simsoln-JFH.met.FMT 

Today's Date = 7/10/2009 
Bound File Name = Sim071009.0008.RAW 
Sample Name = 0.10 Sim DMR 
Date Taken = 7/10/2009 12:48:16 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

2 
3 
4 

2.74 
3.59 
4.04 

Ethanol 
t-Butanol 
n-Propanol 

570171 
1449816 
1832531 

Today's Time = 12:48:20 PM 

VDH Headspace Alcohol 

Calibration Version = 28 

Amount Headspace 
% WTA/OL Conversion 

0.1199 0.0979 
0.9718 0.7932 
1.0000 0.8162 

Printed on 7/10/2009 12:48:20 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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Format File Name = simsoln-JFH.met.FMT 

Today's Date = 7/10/2009 
Bound File Name = Sim071009.0009.RAW 
Sample Name = 0.10 Sim DMR 
Date Taken = 7/10/2009 1:03:05 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

2 
3 
4 

2.75 
3.60 
4.05 

Ethanol 
t-Butanol 
n-Propanol 

568789 
1426691 
1793718 

Today's Time = 1:03:09 PM 

VDH Headspace Alcohol 

Calibration Version = 28 

Amount Headspace 
% WTA/OL Conversion 

" 0.1222 0.0997 
0.9770 0.7974 
1.0000 0.8162 

Printed on 7/10/2009 1:03:10 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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Format File Name = simsoln-JFH.met.FMT 

Today's Date = 7/10/2009 
Bound File Name = Sim071009.0010.RAW 
Sample Name = 0.10 Sim ALB 
Date Taken = 7/10/2009 1:18:06 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

2.5 3.0 3.5 4.0 4.5 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Today's Time = 1:18:15 PM 

VDH Headspace Alcohol 

Calibration Version = 28 

Area Amount Headspace 
% WTA/OL Conversion 

2 
3 
4 

2.75 
3.60 
4.04 

Ethanol 
t-Butanol 
n-Propanol 

559295 
1401957 
1765990 

0.1220 0.0996 
0.9752 0.7959 
1.0000 0.8162 

5.0 

Printed on 7/10/2009 1:18:16 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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Format File Name = simsoln-JFH.met.FMT 

Today's Date = 7/10/2009 
Bound File Name = Sim071009.0011 .RAW 
Sample Name = 0.10 Sim ALB 
Date Taken = 7/10/2009 1:33:07 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

2 
3 
4 

2.74 
3.59 
4.04 

Ethanol 
t-Butanol 
n-Propanol 

2.5 3.0 3.5 4.0 4.5 5.0 

Area 

567044 
1409606 
1780449 

Today's Time = 1:33:13 PM 

VDH Headspace Alcohol 

Calibration Version = 28 

Amount Headspace 
% WTA/OL Conversion 

0.1227 0.1002 
0.9725 0.7938 
1.0000 0.8162 

Printed on 7/10/2009 1:33:14 PM Page 1 of 



Chrom Perfect Chromatogram Report 
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Format File Name = simsoln-JFH.met.FMT 

Today's Date = 7/10/2009 
Bound File Name = Sim071009.0012.RAW 
Sample Name = 0.10 Sim ALB 
Date Taken = 7/10/2009 1:48:08 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 1:48:14 PM 

VDH Headspace Alcohol 

Calibration Version = 28 

Amount Headspace 
% WTA/OL Conversion 

2 
3 
4 

2.74 
3.59 
4.04 

Ethanol 
t-Butanol 
n-Propanol 

557773 
1397708 
1764249 

0.1218 0.0994 
0.9732 0.7943 
1.0000 0.8162 

Printed on 7/10/2009 1:48:15 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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1.0 1.5 2.0 2.5 3.0 3.5 4.0 4.5 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 7/10/2009 
Bound File Name = Sim071009.0013.RAW 
Sample Name = 0.10 Sim ALB 
Date Taken = 7/10/2009 2:03:11 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 2:03:16 PM 

VDH Headspace Alcohol 

Calibration Version = 28 

Amount Headspace 
% WTA/OL Conversion 

2 2.74 Ethanol 550831 
3 3.59 t-Butanol 1368604 
4 4.04 n-Propanol 1730155 

0.1227 0.1001 
0.9717 0.7931 
1.0000 0.8162 

Printed on 7/10/2009 2:03:16 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

2.5 3.0 3.5 4.0 4.5 5.0 

Today's Date = 7/10/2009 Today's Time = 2:18:18 PM 
Bound File Name = Sim071009.0014.RAW 
Sample Name = 0.10 Sim ALB 
Date Taken = 7/10/2009 2:18:12 PM VDH Headspace Alcohol 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal Calibration Version = 28 

Peak Ret Time Peak 
Number (min) Name 

Area Amount Headspace 
% WTA/OL Conversion 

0.1217 0.0993 
0.9617 0.7850 
1.0000 0.8162 

2 2.74 Ethanol 560638 
3 3.59 t-Butanol 1389944 
4 4.04 n-Propanol 1775301 

Printed on 7/10/2009 2:18:19 PM Page 1 of 



Chrom Perfect Chromatogram Report 

1000 H 

8 0 0 -
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4 0 0 -
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1.0 1.5 2.0 

Format File Name = simsoln-JFH.met.FMT 

Today's Date = 7/10/2009 
Bound File Name = Sim071009.0015.RAW 
Sample Name = 0.10 Sim ALB 
Date Taken = 7/10/2009 2:33:12 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

2.5 3.0 3.5 4.0 4.5 5.0 

Peak 
Number 

Ret Time 
(min) 

Peak 
Name 

Area 

Today's Time = 2:33:18 PM 

VDH Headspace Alcohol 

Calibration Version = 28 

Amount Headspace 
% WTA/OL Conversion 

2 
3 
4 

2.74 
3.59 
4.04 

Ethanol 
t-Butanol 
n-Propanol 

560275 
1374696 
1750138 

0.1234 
0.9648 
1.0000 

0.1007 
0.7875 
0.8162 

Printed on 7/10/2009 2:33:19 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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Format File Name = simsoln-JFH.met.FMT 

Today's Date = 7/10/2009 
Bound File Name = Sim071009.0016.RAW 
Sample Name = 0.10 Sim ALB 
Date Taken = 7/10/2009 2:48:20 PM 
Method file = simsoln.met 
Calibration file = BloodAlcohoW.cal 

Peak Ret Time Peak 
Number (min) Name 

2.5 3.0 

V ' >r J
3 ' 

3.5 4.0 4.5 5.0 

Area 

" r V ' T o d a y ' s T i m e = 2:48:24 PM 

VDH Headspace Alcohol 

Calibration Version = 28 

Amount Headspace 
% WTA/OL Conversion 

2 
3 
4 

2.74 
3.59 
4.04 

Ethanol 
t-Butanol 
n-Propanol 

687237 
1465417 
1808218 

0.1464 
0.9955 
1.0000 

0.1195 
0.8125 
0.8162 

Printed on 7/10/2009 2:48:24 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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Format File Name 

1.5 2.0 

Alcohol4-JFH.met.FMT 
2.5 3.0 3.5 4.0 4.5 5.0 

Today's Date = 7/10/2009 
Bound File Name = Sim071009.0017.RAW 
Sample Name = CCS 
Date Taken = 7/10/2009 3:03:15 PM 
Method file = BloodAlcohoW.met 
Calibration file = BloodAlcohoW.cal 

Peak Ret Time Peak 
Number (min) Name 

1 
3 
4 

2.74 
3.59 
4.04 

Ethanol 
t-Butanol 
n-Propanol 

Today's Time = 3:03:23 PM 

VDH Headspace Alcohol 

Calibration Version = 28 

Area 

471826 
1399925 
1836854 

Amount 
% WTA/OL 

0.0990 
0.9362 
1.0000 

Printed on 7/10/2009 3:03:23 PM Page 1 of 1 



Chrom Perfect Chromatogram Report 
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Format File Name = Alcohol4-JFH.met.FMT 

Today's Date = 7/10/2009 
Bound File Name = Sim071009.0018.RAW 
Sample Name = CCS 
Date Taken = 7/10/2009 3:18:15 PM 
Method file = BloodAlcohoW.met 
Calibration file = BloodAlcohoW.cal 

2.5 3.0 3.5 4.0 

Peak Ret Time 
Number (min) 

Peak 
Name 

Today's Time = 3:18:22 PM 

VDH Headspace Alcohol 

Calibration Version = 28 

Area 

4.5 5.0 

Amount 
% WTA/OL 

2 
4 
5 

2.74 
3.59 
4.04 

Ethanol 
t-Butanol 
n-Propanol 

462846 
1344234 
1779945 

0.1002 
0.9277 
1.0000 

Printed on 7/10/2009 3:18:24 PM Page 1 of 1 



Chrom Perfect Calibration File 

File Name: 
Version: 

C:\Methods\BloodAlcohol4.cal 

47 

Creator: 
Description: 
Reason for change: 

Internal standard calibration 
No injection volume correction 
No sample weight correction 
Area reject threshold: 
Reference peak area reject threshold: 
Amount units: 
No default component 

5000 
0 

Method of calculating data point averages: Equal weight for all updates 
No calibration update report 

All levels are normal data points. 

Ethanol 

0.00 0.10 0.20 0.30 

Amount Ratio 

0.40 

Expected retention time: 2.368 minutes 
Search window: 0.1 minutes 
Internal standard component: 7 (n-Propanol) 
No retention time reference component 
Group number: 0 

High alarm limit: 0 
Low alarm limit: 0 
Component constant: 0 

Single peak quantification by area 

Y = 2.540784X4-0 

Linear f i t with equal weighting, forced to origin 
Coefficient of determination: 
Average error: 
Average CF: 
RSD: 

0.9999077 
1.200% 
2.055462 
55.934% 

Level Amount Response Cal Factor Error , % Amount Ratio Response Ratio 

1 0 (0) — 0.000 0 0 

2 0.039 214440.2 5498467 2.330 0.039 0.1013997 

3 0.096 521264.7 5429841 2.917 0.096 0.2510314 

4 0.163 879313.6 5394562 -0.683 0.163 0.4113171 

5 0.417 2255158 5408053 -0.071 0.417 1.058759 

Source 
Manual 
C:\Alcohol Data\alc071409\alc071409a.0003.BND 
C:\Alcohol Data\alc071409\alc071409a.0004.BND 
C:\Alcohol Data\alc071409\atc071409a.0005.BND 
C:\Alcohol Data\alc071409\alc071409a.0006.BND 

Date and time 
4/11/2005 10:03:40 A M 
7/15/2009 11:09:49 A M 
7/15/2009 11:24:49 AM 
7/15/2009 11:39:52 AM 
7/15/2009 11:54:57 AM 

Printed on 7/20/2009 9:36:40 AM 
Page 1 of 1 



Chrom Perfect Chromatogram Report 
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Format File Name 
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: Alcohol4-JFH.met.FMT 
2.5 

Today's Date = 7/16/2009 
Bound File Name = alc071409a.0018.RAW 
Sample Name = CCS 7/16 
Date Taken = 7/16/2009 1:05:11 PM 
Method file = BloodAlcohoW.met 
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